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Clinic & Device Information

0000110264 40912 V1.02

123 Paris Clinic

Subject Information

Peter B Wang N1000456

Male 46

170 cm 01/03/1963

100 kg 34.6

400(L/min) 2.40(L)

Results Summary

60% 479 (L/min) 30/06/2009 06:29:16

3% 139 (L/min) 09/08/2009 22:18:00

28% 275 (L/min) 41

47% 2.19 (L) 66

1% 0.96 (L) 61

17% 1.66 (L) 5

PEF Chart

FEV1 Chart

Comments

Chronic asthma with exacerbation period and hospitalisation

Signature: ______________________            Date: ______________
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PEF Zones                                                                           FEV1 Zones

[>320] [>1.92]

[200-320] [1.20-1.92]

[120-200] [0.72-1.20]

[<120] [<0.72]

Detailed Data Table

# Date/Time Session  
Best PEF  
(L/min)

PEF 
Zone

PEF Diurnal  
Variation %

Session  
Best FEV1  
(L)

FEV1 
Zone

FEV1 Diurnal  
Variation %

Blows Session  
Quality

1 - 271 1 - 1.82 1 - 3 Good

2 - 207 1 - 1.37 1 - 3 Good

3 - 271 1 27% 1.62 1 17% 3 Good

4 - 236 1 - 1.53 1 - 3 Bad

5 - 285 1 19% 1.69 1 10% 3 Good

6 - 243 1 - 1.94 0 - 3 Good

7 - 274 1 - 1.82 1 - 3 Good

8 - 221 1 -21% 1.41 1 -25% 3 Good

9 - 280 1 - 1.78 1 - 4 Good

10 - 404 0 36% 1.91 1 7% 3 Good

11 - 195 2 - 1.59 1 - 3 Good

12 - 329 0 51% 1.77 1 11% 2 Good

13 - 314 1 - 1.73 1 - 4 Good

14 - 139 2 - 1.04 2 - 2 Good

15 - 362 0 14% 1.83 1 6% 3 Bad

16 - 356 0 - 2.19 0 - 3 Good

17 - 367 0 3% 2.02 0 -8% 2 Good

18 - 149 2 - 0.96 2 - 3 Good

19 - 185 2 - 1.16 2 - 3 Good

20 - 345 0 60% 1.75 1 41% 3 Good

21 - 345 0 - 1.81 1 - 2 Good

22 - 276 1 -22% 1.74 1 -4% 3 Good

23 - 154 2 - 1.12 2 - 3 Good

24 - 269 1 54% 0.99 2 -12% 2 Bad

25 - 183 2 - 1.40 1 - 3 Good

26 - 205 1 11% 1.50 1 7% 3 Good

27 - 181 2 - 1.25 1 - 2 Good

28 - 336 0 60% 1.66 1 28% 2 Good

29 - 248 1 - 1.83 1 - 2 Good

30 - 310 1 22% 1.85 1 1% 3 Good

31 - 288 1 - 1.69 1 - 3 Good

32 - 326 0 12% 1.94 0 14% 3 Good

33 - 193 2 - 1.34 1 - 3 Good

34 - 280 1 37% 1.57 1 16% 3 Good

35 - 252 1 - 1.68 1 - 3 Good

36 - 216 1 - 1.60 1 - 3 Good

37 - 192 2 -12% 1.03 2 -43% 1 Bad

38 - 283 1 - 1.62 1 - 3 Good

39 - 305 1 - 1.75 1 - 3 Good

40 - 250 1 7% 1.80 1 11% 3 Good

41 - 479 0 - 2.08 0 - 5 Good
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# Date/Time Session  
Best PEF  
(L/min)

PEF 
Zone

PEF Diurnal  
Variation %

Session  
Best FEV1  
(L)

FEV1 
Zone

FEV1 Diurnal  
Variation %

Blows Session  
Quality

42 - 141 2 - 1.01 2 - 3 Good

43 - 324 0 - 1.79 1 - 1 Good

44 - 157 2 - 1.10 2 - 3 Good

45 - 347 0 - 1.90 1 - 2 Good

46 - 231 1 -40% 1.51 1 -23% 3 Good

47 - 285 1 - 1.63 1 - 3 Good

48 - 232 1 -21% 1.45 1 -12% 3 Good

49 - 267 1 - 1.90 1 - 3 Good

50 - 451 0 51% 1.77 1 -7% 3 Good

51 - 326 0 - 1.97 0 - 2 Good

52 - 362 0 10% 2.16 0 9% 3 Good

53 - 265 1 - 1.58 1 - 2 Good

54 - 313 1 17% 2.06 0 26% 2 Good

55 - 233 1 - 1.97 0 - 1 Bad

56 - 271 1 15% 1.64 1 -18% 3 Good

57 - 285 1 - 1.90 1 - 2 Good

58 - 329 0 14% 1.65 1 -14% 3 Good

59 - 228 1 - 1.30 1 - 1 Good

60 - 365 0 46% 2.10 0 47% 1 Good

61 - 281 1 - 1.79 1 - 1 Good

62 - 215 1 -27% 1.51 1 -17% 2 Good

63 - 249 1 - 1.94 0 - 1 Good

64 - 370 0 39% 1.89 1 -3% 1 Good

65 - 243 1 - 1.65 1 - 3 Good

66 - 350 0 36% 2.14 0 26% 3 Good


